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Abstract: The purpose of the study is to establish absolute 
reliability and concurrent validity between hand-held 
dynamometers (HHDs) and isokinetic dynamometers 
(IDs) in lower extremity peak torque assessment. Medline, 
Embase, CINAHL databases were searched for studies 
related to psychometric properties in muscle dynamom-
etry. Studies considering standard error of measurement 
SEM (%) or limit of agreement LOA (%) expressed as per-
centage of the mean, were considered to establish abso-
lute reliability while studies using intra-class correlation 
coefficient (ICC) were considered to establish concurrent 
validity between dynamometers. In total, 17 studies were 
included in the meta-analysis. The COSMIN checklist 
classified them between fair and poor. Using HHDs, knee 
extension LOA (%) was 33.59%, 95% confidence interval 
(CI) 23.91 to 43.26 and ankle plantar flexion LOA (%) was 
48.87%, CI 35.19 to 62.56. Using IDs, hip adduction and 
extension; knee flexion and extension; and ankle dorsi-
flexion showed LOA (%) under 15%. Lower hip, knee, and 
ankle LOA (%) were obtained using an ID compared to 
HHD. ICC between devices ranged between 0.62, CI (0.37 
to 0.87) for ankle dorsiflexion to 0.94, IC (0.91to 0.98) for 
hip adduction. Very high correlation were found for hip 
adductors and hip flexors and moderate correlations for 
knee flexors/extensors and ankle plantar/dorsiflexors.
Keywords: Lower extremitie; Muscle strength; Reproduc-
ibility of results
1  Introduction
Assessing muscle strength is an important clinical consid-
eration for patients who may have a neurological, muscu-
lar, and/or skeletal illness [1,2]. Muscle force assessments 
are commonly performed before and after interventions 
to quantify treatment effectiveness [3]. The psychomet-
ric properties of strength devices are important not only 
for research but also for clinical practice. The ability to 
determine if a device is valid, reliable, and/or respon-
sive in a determined context can help clinicians decide 
when and how to use it. Two ways to objectively measure 
muscle strength are isokinetic dynamometers (IDs) and 
hand-held dynamometers (HHDs). While the psychomet-
ric properties of these devices have been investigated in 
different contexts using different models, joints and con-
ditions, the resulting information is fragmented and diffi-
cult to comprehensively understand [4-8]. 
HHDs provide a quantified measurement of force. 
They are considered easy use, with convenient size, and 
low cost. The overall affordable of this device may justify 
further widespread clinical use but reported reliability 
of HHDs for measuring lower-extremity strength differs 
widely between authors. For example, Kelln et al. [9] 
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reports a standard error of measurement expressed as 
percentage of the mean (SEM%) of 4% in knee flexors 
strength assessment while Lu et al. [10] reports SEM% 
of 14%. Similarly, in relation to hip abductors strength 
assessment where Kelln et al. [9] reports SEM% of only 1% 
while Arnold et al. [11] reports 21%.
The use of IDs has become progressively popular 
in sports, research, and clinical settings [12]. The reli-
able test results, particularly for muscles of the lower 
extremity, have made IDs the gold standard for measur-
ing muscle strength [13] mainly because the results are 
not influenced by a strength imbalance between the par-
ticipant and the examiner, whereby a maximal torque 
can be generated throughout the whole range of motion 
[14]. Indeed, IDs provide mechanically valid and reliable 
measures of torque, position, and velocity for both clini-
cal and research purposes [15]. Nevertheless, the elevated 
costs of this device limit widespread use in clinical prac-
tice. Although considered the gold standard, differences 
in SEM (%) also exists between authors in lower extrem-
ity strength assessment. For example Holmack et al. [16] 
reports twice the value of SEM (%) in comparison to Morri-
son et al. [17] reports in ankle dorsiflexion strength assess-
ment. 
To the best of our knowledge, no systematic review 
currently exists that has summarized the psychomet-
ric properties of these devices, particularly in regards to 
absolute reliability and concurrent validity. The purposes 
of this systematic review were to 1) examine absolute reli-
ability using the standard error of measurement (SEM) 
and limit of agreement (LOA) in the hip, knee and ankle 
joint and 2) determine the concurrent validity between the 
HHDs and IDs in the joints just mentioned. 
2  Methods
The reporting of this systematic review is based on 
Preferred Reporting Items for Systematic reviews and 
Meta-Analyses (PRISMA) guidelines [18]. The PRISMA 
guidelines consist of a 27-item checklist and 4-phase flow 
diagram.
2.1  Search strategy
A search was performed for relevant studies from 1987 up 
to and including November 2016 related to the psychomet-
ric properties of muscle dynamometry. For this, several 
bibliographic databases were extensively explored, 
including Medline, Embase, CINAHL, and the ISI Web of 
Science. The following words and combinations thereof 
were included as search terms: dynamometry, muscle 
strength, power or torque, isokinetic device, machine or 
instrument, reliability, validity, inter class or interclass, 
intra class or intra-class, inter rater or intra rater, inter 
tester, intra examiner, sensitivity or specificity, and gold 
standard. This database search was complemented by 
manually checking the bibliographies of identified papers 
for relevant key authors and journals. The search strategy 
was guided by a trained librarian. 
2.2  Study selection 
The inclusion criteria for studies assessed in this review 
were 1) included asymptomatic participants; 2) evaluated 
the dominant side of participants using isometric or con-
centric contractions (60°/s angular velocity) with either a 
HHD or ID in any of the joints of interest (i.e. hip, knee, 
or ankle); and 3) considered the following psychometric 
properties for the HHD and ID: a) Absolute reliability, 
expressed as the SEM and LOA for within subject variabil-
ity between trials, and b) Concurrent validity, expressed 
as the inter device correlation coefficient (ICC) and 95% 
confidence interval (CI).
The exclusion criteria for this review were 1) studies 
published in a language other than English; 2) studies 
that analyzed only relative reliability (i.e. ICC) but not 
absolute reliability; 3) concurrent validity was expressed 
as Pearson correlation instead of ICC.
2.2.1  Definition of psychometric properties
The following definitions for reliability and concurrent 
validity were used.
2.2.1.1  Absolute reliability
Absolute reliability is the degree to which repeated meas-
urements vary for individuals. The less repeated measure-
ments vary, the higher the reliability. Absolute reliability 
is expressed either in the actual units of measurement or 
as a proportion of the measured values (i.e. dimensionless 
ratio). The most common method for analyzing absolute 
reliability is the SEM or LOA for within-subject variation 
[19,20]. The SEM quantifies score reliability within indi-
vidual participants on different occasions. To produce a 
unit-free indicator of SEM error magnitude, the results 
can be expressed as SEM%. LOA, in turn, provides a value 
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range within which a truly unchanged participant score 
would be expected to remain over repeat testing, at a 
95%CI [19]. To produce a unit- free indicator, LOA can also 
be expressed in percentage (LOA%)
2.2.1.2  Concurrent validity
This property measures how well a new instrument com-
pares to a well-established gold standard [21]. The most 
common method for analyzing concurrent validity is 
the ICC. The ICC reflects a test’s ability to differentiate 
between participants and, hence, the position of the indi-
vidual relative to others in the group. However, the ICC 
does not provide information about the accuracy of indi-
vidual scores [19].
2.3  Data extraction and quality assessment
Two independent reviewers (CCH and JF) screened the 
abstracts/titles of the publications found in the databases. 
After initial selection, the reviewers then further analyzed 
each paper based on inclusion/exclusion criteria. Each 
criterion was graded on a yes/no basis. If discrepancies 
existed between reviewers regarding a particular paper 
meeting a criterion, the ratings were compared and dis-
cussed until a consensus was reached.
The following characteristics were extracted from 
studies analyzing the absolute reliability of hand-held and 
isokinetic dynamometry: i) author, ii) publication year, iii) 
sample characteristics, iv) type of dynamometer used, v) 
joint and movement studied, vi) assessment position, vii) 
type of muscle contraction, viii) SEM and LOA expressed 
as absolute values and as percentages of the mean value 
between peak muscle assessments (i.e. tests 1 and 2). The 
following characteristics were extracted from studies 
analyzing concurrent validity between HHDs and IDs: i) 
author, ii) publication year, iii) sample characteristics, iv) 
type of dynamometer used, v) ID used as gold standard, 
vi) joint and movement studied, vii) assessment position 
and viii) ICC2,1 based on a 2- way random effects repeated 
measures analysis of variance model.
3  Quality assessment methodology
The COSMIN checklist stands for Consensus-based stand-
ards for the selection of health measurements instru-
ments. It is a recognized valid tool for evaluating the psy-
chometric properties of health instruments [22]. Form C, 
for absolute reliability studies, and form G, for concurrent 
validity studies, were used.
The COSMIN checklist for the absolute reliability 
included 11 items. These items assessed if the sample size 
was appropriate, if there was a description of missing 
values and how they were handled, if there was an inde-
pendent administration of each test, and if the time inter-
val between tests was stated and appropriate, among 
others. In the case of concurrent validity, six items were 
considered in the COSMIN checklist, sample size, descrip-
tion and handling of missing data, and if the used crite-
rion could be considered a gold standard, randomization 
process and independency in measurements.
Each item for each form was assigned a score of excel-
lent, good, fair, or poor. In cases where the study did not 
consider a particular item, the item was listed as non-ap-
plicable. The methodological quality per study and form 
was obtained by considering the lowest rated item. For 
example, if one item on the “reliability” form was rated 
“poor,” the methodological quality of that reliability study 
was also rated “poor.” 
All critical appraisals were independently completed 
by the two reviewers, and the results were compared. Any 
discrepancies were settled through discussion. 
3.1  Data synthesis and analysis
Studies investigating similar outcomes (i.e. LOA, ICC) and 
those providing clear quantitative data were grouped, 
evaluated for heterogeneity, and pooled if possible. A 
meta-analysis was performed to quantify the pooled 
absolute reliability (i.e. LOA for within subject variation) 
of hand-held and isokinetic dynamometry in assessing 
muscle force in the hip, knee, and ankle joints. 
Concurrent validity was quantified and expressed as 
the inter-machine ICC for the HHD as compared to isoki-
netic testing, the gold standard for assessing muscle 
strength. ICC was based on a 2- way random effects 
repeated measures analysis of variance model with abso-
lute agreement. Munro’s scale was selected to determine 
the level of agreement between devices, where 0.0-0.25 
represented little correlation; 0.26-0.49 low correlation; 
0.50-0.69 moderate correlation; 0.70-0.89 high correla-
tion; and 0.90-1.0 very high correlation [23].
The Stata 13 software was used to pool effects and 
construct the forest plots for all comparisons. This analy-
sis used a 95% CI. A test for heterogeneity was performed 
using a Chi-square test (p < 0.10). If clinical heterogeneity 
existed in the study population or intervention, the DerSi-
monian and Laird Random Effects Model of Pooling was 
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used based on the assumption of inter-study variability, 
thus providing more conservative estimates of the true 
effect. The SEM results were not pooled since, as a measure 
of variability, 95%CI cannot be computed. However, SEM 
data were described in terms of minimal, maximum, and 
range of numbers between studies.
4  Results
A total of 7920 articles were initially found through the 
database search. Of these, 138 were selected as potential 
studies of interest based on the abstract and title review 
(Figure 1). After full article screening, only 30 studies met 
the selection criteria. The kappa agreement between the 
reviewers in selecting articles after applying the inclusion 
and exclusion criteria was k = 0.9. 
4.1  Characteristics of the studies
4.1.1  General results
Of the 30 studies that met initial selection criteria, 17 pro-
vided enough data for inclusion in the meta-analysis. The 
remaining 13 were not included either due to a lack of CI 
for the concurrent validity ICC or due to values not being 
shown in kg for HHD assessments or in Nm for ID assess-
ments. Fifteen of the assessed studies [9,11,16,17,24-34] 
provided a detailed review for the LOA (%) of within-sub-
ject variations between trials 1 and 2 for the HHD and ID 
while assessing muscle force in the hip, knee, and ankle 
joints. Characteristics and outcomes of selected studies 
included in meta-analysis analyzing absolute reliability of 
HHD and ID are shown in Table 1 and 2. Characteristics 
and outcomes of selected studies included in meta-analy-
sis analyzing concurrent validity between HHD and ID are 
shown in Table 3 and 4.
4.2  Methodological quality of the studies
4.2.1  Absolute reliability 
The results of the critical appraisal for the selected studies 
that analyzed absolute reliability are presented in Table 
5. Three [16,24,32] of the fifteen studies presented fair 
methodological quality, and twelve [9,11,17,25-31,33,34] 
presented poor quality. According to the COSMIN quality 
assessment [22], methodological quality is obtained by 
considering the lowest rating of any item (i.e. worst score 
count). The poor methodological quality of the studies 
was mainly due to a low sample size (< 20). Indeed, 
only four [16,24,26,32] studies scored fair on this point. 
Another important methodological flaw was the assessed 
time interval. To maintain the independence of admin-
istrations, there should normally be at least seven days 
between measurements [37]. In the assessed studies, the 
time interval ranged from 1 minute to 14 days; with three 
studies classified as fair [9,11,30] and two as poor [25,26]. 
Although receiving an overall poor score, five studies 
[9,11,25,26,30] had either good or excellent methodolog-
ical quality regarding the randomization process. Rand-
omization was not applicable in three studies [16,32,34]. 
The percentage of missing values was not given in any 
study, and test conditions were similar in all studies.
4.2.2  Concurrent validity
The results of the critical appraisal for the selected studies 
that analyzed concurrent validity are presented in Table 6. 
Two [11,36] were scored as poor because of a low sample 
size (< 20). Another two [26,35] were scored as fair regard-
ing methodological quality. No study mentioned how 
missing values were handled. Generally, the ID used in 
each study was explicitly mentioned and recognized as the 
gold standard; except for one [11] study in which it is left 
assumed, but not mentioned, that isokinetic dynamome-
try is the gold standard. 
4.3  Meta-analysis results
Seventeen studies were included in the meta-analysis 
(Figure 1). For HHDs, absolute reliability assessments, 
kilograms (kg) was considered as unit of measure while 
Newton*meter (Nm) was considered for IDs analysis. Con-
current validity was expressed as the ICC in all selected 
studies. Only studies that presented HHD peak torque in 
Nm were considered, thereby facilitating comparison to ID 
studies. 
4.3.1  HHD: absolute reliability 
Results are shown in Table 7 represents sizes expressed in 
kg (%). One study [26] simultaneously assessed absolute 
reliability of the Lafayette and Hoggan Health HHDs in the 
hip, knee, and ankle.
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Hip abduction 
Four studies were included for hip abduction analysis 
[9,11,25,26]. Three of the studies used the Hoggan Health 
HHD [9,25,26] and two used the Lafayette HHD. [11,26] Two 
did assessments in a standing position [11,25], while two 
studies used the supine position [9,26]. 
Hip adduction
Two studies were included hip adduction analysis [9,26]. 
One used a Hoggan Health HHD [9] while the other used 
both the Hoggan Health and Lafayette HHDs [26]. All 
assessments were done in a supine position. 
Figure 1: Flow-chart representation of selection process for manuscripts to be considered within this systematic review
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Hip flexion
Three studies were included for hip flexion analysis. 
[9,11,26] One used a Hoggan Health HHD [9]; one used a 
Lafayette HHD [11]; and one used both the Hoggan Health 
and Lafayette HHDs [26] ; two studies assessed hip flexion 
while seated, [9,26] and the third assessed flexion while 
standing. [11]
Hip extension
Four studies were included for hip extension analysis. 
[9,11,25,26].Three studies used the Hoggan Health HHD 
[9,25,26] and two used the Lafayette HHD [11,26]. All 
assessments were done in a prone position. 
Knee flexion
Three studies were included for knee flexion analysis 
[9,26,27]. One study used the Hoggan Health HDD [9] 
Table 1: Characteristics of Selected Studies Analyzing Absolute Reliability of HHD and ID.
Author Sample Type of dynamometer Joint and movement Assessment position Type of muscle con-traction
Arnold, C 18 YHA Lafayette, HHD
Hip: flex, abd, and ext
Knee: ext
Ankle: DF
Hip flex, abd: Standing
Hip ext: Prone
Knee: Seated
Ankle: Seated
Isometric
Kelln, B 20 HA Microfet 2, Hoggan Health Industries, HHD
Hip: add, abd, flex, 
ext, Knee: flex, ext
Ankle: DF
Hip and Knee ext: 
Prone
Hip flex, add, abd  and 
Ankle DF: Supine
Isometric
Kawaguchi, J 8 YHA Fet 2 Hoggan Health Industries, HHD Hip: abd, ext Standing Isometric
Mentiplay, B 30 HA
Lafayette, Hoggan 
Health Industries, 
HHD; Kin Com, ID
Ankle: DF, PF
Knee: flex, ext
Hip: abd-add; flex, ext
Hip flex and knee ext, 
flex: Seated
Ankle DF, PF and Hip 
add, abd: Supine
Hip ext: Prone:
HHD: isometric
ID: concentric 60°/s
Tung Wu, L 25 HA GT-10, HHD Knee: flex, ext Seated Isometric
Claiborne, T 13 HA Biodex, ID
Hip: add, abd, flex, 
ext, Hip add/abd: SupineHip flex, ext: Standing Concentric 60°/s
Dauty, M 10 YHA Cybex, 6000, ID Knee: flexion Seated Concentrica60°/s
Harmann, A 24 adults over 70 Biodex; ID Knee: flex, extAnkle: DF, PF
Knee flex, ext: Seated
Ankle DF, PF: Supine
Concentric 60°/s
Pereira de Carvallo, A 20 HA Rev 9000; ID Knee: flex, ext Seated Isometric
Ferri Morales, A 40 HA Biodex, ID Knee: ext Seated IsometricConcentric 60°/s
Dervisevic, C 16 adult men Rev 9000, ID Knee: flex, ext Seated Concentric 60°/s
Larsson, B 20 men Kin Com, ID Knee: ext Seated Concentric 60°/s
Morrison, K 26 YHA Kin Com, ID Ankle: DF, PF Seated Concentric 60°/s
Holmback, A 15 HA Biodex, ID Ankle: DF Seated Concentric 60°/s
Kim, WK 27 female J Tech, HHD Knee: ext Seated Isometric
Abbreviations: abd, abduction; add, adduction; DF, dorsiflexion; ext, extension; flex, flexion; HA, healthy adults; HHD, hand-held dynamom-
etry; ID, isokinetic dynamometry; PF, plantar flexion; YHA, young healthy adults.
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Table 2: Outcome studies analyzing absolute reliability of hhd and id.
Author N Joint/Dynamometer Movement (Strength 
Unit)
Intra-rater 
Mean Force 
Assess-
ment
SEM 
(SEM%)
Difference 
Scores 
between 
Trials (%)
LOA Lower 
Limit (%)
LOA Upper 
Limit (%)
Arnold, C
18 Hip  / HHD
Flex: (kg) 8.59 1.81 (21) 6.5 -51.8 64.8
Abd: (kg) 9.89 1.07 (10.8) 2 -27.9 31.99
Ext: (kg) 10.43 1.89 (18) 1 -49.2 51.15
18
Knee / HHD Ext (kg) 11.3 1.67 (14.7) 11.9 -28.8 52.71
Ankle / HHD DF (kg) 5.6 1.36 (14.8) 5.6 -35.4 46.81
Kelln, B 20
Ankle / HHD DF(kg) 9.2 0.45 (2.2) 9.3 3.2 15.38
Hip / HHD
Hip add (kg) 10.35 0.24 (2.4) 4.8 -1.6 11.2
Hip abd (kg) 12.45 0.22 (1.77) 8.8 3.93 13.74
Hip flex (kg) 13.2 0.1 (0.83) 1.5 -0.78 3.81
Hip ext (kg) 13.25 0.64 (4.8) 15.8 2.47 29.23
Knee / HHD
Knee flex (kg) 12.95 0.48 (1.93) 2.3 -8.07 12.7
Knee ext (kg) 26 1.0 (4.0) 16.2 4.94 27.3
Kawaguchi, J 8 Hip / HHD
Ext (kg) 29.65 1.57 (6.76) 1.9 -28 36.8
Abd (kg) 36.5 5.1 (14.1) 6.3 -32.7 45.4
Ankle /  HHD
DF, Lafayette (kg) 18.5 1.4 (8.59) 7.3 -16.5 31.22
DF, Hoggan (kg) 20.9 1.29 (6.2) 0.14 -17.0 17.32
PF, Lafayette (kg) 50.71 4.3 (8.52) 1.1 -22.4 24.77
PF, Hoggan (kg) 47.9 3.0 (6.0) 0.5 -16.3 17.27
Hip / HHD
Hip abd,  Lafayette 
(kg) 13.4 1.3 (9.7) 6.2 -20.3 32.82
Mentiplay, B 30 Hip abd, Hoggan (kg) 13.0 1.4 (7.2) 3.5 -16.6 23.76
Hip / ID Hip abd, Kin Com (Nm) 57.35 3.5(6.17) 7.8 -9.2 24.9
Hip/ HHD
Hip add, Lafayette 
(kg) 18.57 1.25 (6.8) 1.6 -17.2 19.43
Hip add, Hoggan (kg) 18.16 1.02 (5.7) 3.5 -12.3 19.43
Hip / ID Hip add, Kin Com (Nm) 94.7 3.4 (4.48) 0.52 -11.9 12.9
Hip/ HHD
Hip ext, Lafayette (kg) 23.23 1.5 (5.19) 0.8 -16.8 20.65
Hip ext, Hoggan (kg) 23.5 1.2 (11.7) 4.4 -28.0 36.79
Hip/ ID Hip ext, Kin Com (Nm) 128 8.99 (7.03) 1.5 -17.9 21.03
Hip/ HHD
Hip flex, Lafayett (kg) 30.2 1.8 (6.15) 1.3 -15.7 18.32
Hip flex, Hoggan (kg) 31.4 1.7 (5.3) 1.6 -13.4 16.6
Hip / ID Hip flex, Kin Com (Nm) 93.75 6.05 (6.45) 6.93 -10.9 24.8
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Knee / HHD
Knee / ID
Knee / HHD
Knee ext, Lafayette 
(kg) 42.8 3.4 (7.72) 6.4 -14.9 27.85
Knee ext, Hoggan 
(kg) 48.2 4.25 (8.52) 8.9 -14.6 32.65
Knee ext, Kin Com 
(Nm) 305.2 17.3 (5.67) 8.02 -7.67 23.7
Knee flex, Lafayette 
(kg) 23.73 1.6 (6.93) 0.38 -18.8 19.58
Knee flex, Hoggan 
(kg) 23.78 2.04 (8.58) 1.7 -22.0 25.52
Knee / ID Knee flex, Kin Com (Nm) 128.7 8.58 (6.67) 0.4 -18.1 18.8
Kim, WK 27 Knee / HHD Ext ( Nm) 46.76 2.28 (4.87) 1.8 -12.0 15.28
Claiborne, T 13 Hip / ID
Abd (Nm) 123.6 13.5 (10.9) 4.85 -25.5 35.2
Add (Nm) 128.5 24.1 (18.7) 9.0 -42.9 60.9
Flex (Nm) 122 13.5 (10.7) 18.4 -11.3 48.2
Ext (Nm) 140 10.4 (7.4) 0.5 -20.0 21.15
Dauty, M 10 Knee / ID Flex (Nm) 124.35 7.0 (5.63) 1.36 -14.2 16.9
Harmann, A
24 Knee / ID
Flex (Nm) 41.35 5.3 (12.8) 4.6 -30.8 40.1
Ext (Nm) 88.8 7.1 (8.0) 0.22 -21.9 22.3
24 Ankle / ID
DF (Nm) 10.3 0.9 (8.74) 1.9 -22.3 26.2
PF (Nm) 41.8 5.7 (13.8) 3.8 -34.6 42.3
Pereira de 
Carvallo, A 20 Knee / ID
Ext (Nm) 226 8.1 (3.6) 2.6 -7.32 12.6
Flex (Nm) 127 6.2 (4.9) 3.1 -10.4 16.7
Ferri Morales, A 40 Knee / ID Knee (Nm) 124.9 4.8 (2.48) 1.9 -8.9 12.7
Dervisevic, E 16 Knee / ID
Ext (Nm) 142.5 15.5 (10.9) 4.9 -25.3 35.1
Flex (Nm) 97.9 15.5 (15.8) 2.5 -41.4 46.5
Larson, B 20 Knee / ID Ext (Nm) 182.5 13 (7.12) 4.9 -14.8 24.6
Morrison, K 26 Ankle / ID
PF(Nm) 150.2 14.7 (9.8) 0.7 -26.4 27.8
DF(Nm) 41.9 4.58 (10.9) 10.3 -19.8 40.6
Holmback, A 30 Ankle / ID DF (Nm) 23.7 1.4 (5.9) 0.84 -15.5 17.2
Tung Wu, Lu 25 Knee / HHD
Flex ( Kg) 27.55 3.72 (13.5) 1.8 -35.5 39.21
Ext (kg) 36.35 2.2 (6.1) 0.8 -16.3 17.9
Abbreviations: abd, abduction; add, adduction; DF, dorsiflexion; ER, external rotation; ext, extension; flex, flexion; HHD, hand-held 
dynamometry; ID, isokinetic dynamometry; PF, plantar flexion.
continued Table 2: Outcome studies analyzing absolute reliability of hhd and id.
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while the other two studies used the Lafayette HHD [26] or 
the GT-10 HHD. [27] Two studies carried out assessments 
in seated position [26,27] and the third study used a prone 
position. [9] 
Knee extension
Five studies were included for knee extension analysis. 
[9,11,24,26,27] The GT-10 [27], J Tech [24], Lafayette [11,26] 
and Hoggan Health HHDs [9,26] were used. Four studies 
used a seated position [11,24,26,27] and one used a prone 
position.[9] 
Ankle plantar flexion 
A single study was found assessing ankle plantar flexion, 
but this study assessed both the Hoggan Health and Lafay-
ette HHDs in a supine position [26]. 
Ankle dorsiflexion
Three studies were included for ankle dorsiflexion analy-
sis. [9,11,26] One included the Hoggan Health HHD, [9] one 
the Lafayette HHD [11] and one assessed both HHDs. [26] 
Two studies analyzed ankle dorsiflexion in a supine posi-
tion [9,26] and the third study used a seated position. [11] 
4.3.2  ID: absolute reliability (Table 8)
The results for absolute reliability comparisons (Nm %) 
using isokinetic dynamometry in the hip, knee, and ankle 
joints are displayed in Table 8.
Hip abduction and adduction. Two studies were 
included for hip abduction and adduction analyses 
[26,28]. One [26] assessed the movements in a supine posi-
tion using the Kin Com ID, whereas the second study used 
a supine position with the Biodex ID [28].
Hip flexion and extension. Two studies were included 
for hip flexion and extension analyses [26,28]. One study 
assessed these movements in a standing position using 
the Biodex ID [28]. The second study assessed hip flexion 
in a sitting position and hip extension in a prone position, 
both using the Kin Com device [26].
Knee flexion and extension. Five studies were 
included for knee flexion analysis [26,29-31,33]. The Rev 
9000 [31,33], Cybex [29], Kin Com [26] and Biodex [30] 
devices were used. Six studies were included for knee 
Table 3: Characteristics of selected studies analyzing concurrent validity between HHD and ID.
Author Sample Joint and movement Assessment position Dynamometer Compared to Type of muscle  contraction
Arnold, C 18 YHA
Hip: flex, abd, ext
Knee: ext
Ankle: DF
Hip flex, abd: 
Standing
Knee ext and Ankle 
DF: Seated
Hip ext: Prone
Lafayette, HHD Biodex, ID Isometric
Mentiplay, B 30 HA
Ankle: DF, PF
Knee: flex, ext
Hip: abd, add, flex, 
ext
Hip flex and Knee 
flex, ext: Seated
Ankle PF, DF and Hip 
add, abd: Supine
Hip ext: Prone
Lafayette, Hoggan 
HHD Kin Com, ID Isometric
Neil, S 10 YHA Knee: flex, ext Seated
HUR and perfor-
mance recorder (PR 
1) with external 
resistance
Biodex, ID Isometric
Wang, Y 68 HA Knee: ext ´Seated
Integrated load cell 
device with and 
without external 
fixation
Biodex, ID Isometric
Abbreviations: abd, abduction; add, adduction; DF, dorsiflexion; ext, extension; flex, flexion; HA, healthy adults; HHD, hand-held dynamom-
etry; ID, isokinetic dynamometry; PF, plantar flexion; YHA, young healthy adults.
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extension analysis [26,30-34]. All assessments were done 
while seated for knee flexion and extension. 
Ankle plantar flexion and dorsiflexion. Two studies 
were included for ankle plantar flexion analysis [17,30]. 
The Rev 9000 [17], and Biodex [30] IDs were used. Assess-
ments were performed in either a seated[17] or supine 
position [30]. Additionally, four studies were included for 
ankle dorsiflexion analysis [17,26,30,38]. These studies 
used the Kin Com[17,26] and Biodex [30,38] devices. 
Assessments were performed while either seated [17,38] or 
in a supine position [26,30]. 
4.3.3  Concurrent Validity between HHD and ID (Table 9)
Hip Joint
Two studies were included for inter-device ICC analysis in 
the hip (i.e. adduction, abduction, flexion, extension). In 
all cases, one study compared the Lafayette HHD to the 
Biodex ID [26] while the second study compared the Lafay-
ette and Hoggan Health HHDs to the Kin Com device [29].
Table 4: Outcomes of selected studies analyzing concurrent validity between HHD and ID.
Author N Analysis Intermachine ICC
Arnold, C 18
Hip flex 0.70 (0.06-0.8)
Knee ext 0.44 (0.05-0.76)
Hip ext 0.52 (0.09-0.79)
Hip ab 0.7 (0.34-0.88)
Wang, Y 68 Knee ext HHD no fixation/biodex 0.87 (0.43-0.95)
Neil, S 10
Knee flex 0.75 (0.38-0.82)
Knee ext 0.35 (0.0-0.72)
Mentiplay, B 30
DF Lafayette-Kin Com 0.62 (0.15-0.83)
DF Hoggan-Kin Com 0.61 (0.09-0.83)
PF Lafayette-Kin Com 0.51 (0.12-0.78)
PF Hoggan-Kin Com 0.47(0.0-0.78)
Knee flex Lafayette-Kin Com 0.94 (0.87-0.97)
Knee flex Hoggan-Kin Com 0.94( 0.85-0.97)
Knee ext Lafayette-Kin Com 0.82 (0.52-0.92)
Knee ext Hoggan-Kin Com 0.90 ( 0.76-0.96)
Hip abd Lafayette-Kin Com 0.88 (0.74-0.95)
Hip abd Hoggan-Kin Com 0.89 (0.75-0.95)
Hip add Lafayette-Kin Com 0.95 (0.87-0.98)
Hip add Hoggan-Kin Com 0.94 (0.84-0.98)
Hip flex Lafayette-Kin Com 0.94 ( 0.87-0.97)
Hip flex Hoggan-Kin Com 0.94 (0.85-0.97)
Hip ext Lafayette-Kin Com 0.88 ( 0.72-0.95)
Hip ext Hoggan-Kin Com 0.90 (0.76-0.95)
Abbreviations: abd, abduction; add, adduction; DF, dorsiflexion; ext, extension; flex, flexion; HHD, hand-held dynamometry; ID, isokinetic 
dynamometry; ICC inter-rater correlation coefficient.
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Knee flexion 
Two studies were included for inter-device ICC knee 
flexion analysis [26,36]. One study compared a PR1 HHD 
to a Biodex ID [36]. The other included study compared 
the Lafayette and Hoggan Health HHDs with the Kin Com 
ID [26].
Table 5: Methodological quality by COSMIN checklist of the studies analyzing absolute reliability of HHD and ID.
Author
Was the 
percen-
tage of 
missing 
values 
given?
Was 
there a 
descrip-
tion of 
how 
missing 
values 
were 
handled?
Was the 
sample 
size 
analysis 
ade-
quate?
Impor-
tant 
flaws
Random 
alloca-
tion
Were at 
least two 
measu-
rements 
available?
Were the 
adminis-
trations 
indepen-
dent?
Was the 
time 
interval 
stated?
Was the 
time 
interval 
appropri-
ate?
Were 
the test 
conditions 
similar for 
both mea-
surements?
Was the 
SEM; 
SDC, 
or LOA 
calcula-
ted?
Rating
Arnold, C Good Fair Poor Exc Exc Fair Exc Fair Exc Exc Poor
Kelln, B Good Fair Poor Exc Exc Fair Exc Fair Exc Exc Poor
Kawaguchi, J Good Fair Poor Exc Poor Exc Exc Poor Exc Exc Poor
Mentiplay, B Good Fair Fair Exc Poor Exc Exc Poor Exc Exc Poor
Tung Wu, Lu Poor Fair Poor Exc Exc Exc Exc Exc Exc Exc Poor
Claiborne, T Good Fair Poor Poor Exc Poor Exc Exc Exc Exc Poor
Dauty. M Good Fair Poor Exc Exc Exc Exc Exc Exc Exc Poor
Hartmann, A Good Fair Poor Exc Exc Exc Exc Fair Exc Exc Poor
Pereira de 
Carvallo, A Good Fair Poor Poor Exc Poor Exc Exc Exc Exc Poor
Ferri Morales, 
A Good Fair Fair NA Good NA Exc Good Exc Exc Fair
Dervisevic, E Good Fair Poor Poor Exc Poor Exc Exc Exc Exc Poor
Larsson, B Good Fair Poor NA Good NA Exc Good Exc Exc Poor
Morrison, K Good Fair Poor Poor Exc Poor Exc Exc Exc Exc Poor
Holmback, A Good Fair Fair NA Exc Exc Exc Exc Exc Exc Fair
Kim, WK Good Fair Fair Exc Exc Exc Exc Exc Exc Exc Fair
Abbreviations: Exc, excellent; NA, not aplicable
Table 6: Methodological quality by COSMIN checklist of the studies analyzing concurrent validity between HHD and ID.
Author
Was the percen-
tage of missing 
values given?
Was there a 
description of 
how missing 
values were 
handled?
Was the 
sample size 
analysis ade-
quate?
Important 
flaws Random 
allocation
Can the emplo-
yed criteria be 
considered on 
par with the 
gold standard?
Statistical 
methods Rating
Arnold, C Good Fair Poor Excellent Good Excellent Poor
Wang, Y Good Fair Good Excellent Excellent Excellent Fair
Neil S, Good Fair Poor Fair Excellent Good Poor
Mentiplay B, Good Fair Fair Excellent Excellent Good Fair
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Table 7: Maximal voluntary isometric strength LOA for inter-subject variability between trials: hip, knee, and ankle muscles measured with 
HHD
Joint Movements Studies Participants
SEM (%) 
lower and 
upper limit 
of studies
Statistical 
Method
(%)
I2 (%) P value Effect size Kg (%)
Hip
Abductors 4 76 1.8, 14.1 LOA 0 0.839 12.78 (8.17, 17.38)
Adductors 2 50 2.3, 6.8 LOA 0 0.54 12.04 (6.36, 17.72)
Flexors 3 68 0.8, 21.1 LOA 67.3 0.02 22.29 (9.26, 35.32)
Extensors 4 76 4.8, 18.1 LOA 0 0.77 19.56 (11.27, 27.85)
Knee
Flexors 3 75 3.8, 13.5 LOA 0 0.65 16.92 (8.61, 25.24)
Extensors 5 123 4.0, 14.7 LOA 22 0.27 33.59(23.91, 43.26)
Ankle
Plantar Flexion 3 73 6.1, 8.5 LOA 0 0.9 48.87(35.19, 62.56)
Dorsiflexion 3 68 2.2, 14.9 LOA 0 0.85 20.19(14.66, 25.72)
Table 8: Maximal voluntary isometric strength LOA for Inter-subject variability between trials: hip, knee, and ankle muscles measured with 
ID.
Joint Movements Studies Participants SEM (%) lower and upper limit of studies
Statistical 
Method
(%)
I2 (%) P value Effect size Nm (%)
Hip
Abductors 2 53 6.2, 11.0 LOA 0 0.85 7.14 (-7.76, 22.03)
Adductors 2 53 4.5, 18.8 LOA 0 0.75 0.99 (-11.1, 13.06)
Flexors 2 53 6.5, 10.8 LOA 0 0.52 9.99 (-5.33, 25.31)
Extensors 2 53 7.0, 7.4 LOA 0 0.94 1.09 (-13.05, 15.24)
Knee
Flexors 3 100 4.9, 15.9 LOA 0 0.9 2.09 (-6.4, 10.6)
Extensors 5 150 3.6, 10.9 LOA 0 0.99 3.32 (-2.62, 9.26)
Ankle
Plantar Flexion 2 50 5.8, 13.8 LOA 0 0.89 1.75 (-26.4, 27.8)
Dorsiflexion 3 80 5.9, 10.9 LOA 0 0.86 2.73 (-9.6, 15.1)
Table 9: Concurrent validity measured by ICC between HHD and isokinetic dynamometry 
Joint Movements Studies Participants Statistical Method I
2(%) P value Effect size
HIP
Abductors 2 48 ICC and 95% CI 0 0.42 0.87(0.80,0.94)
Adductors 2 48 ICC and 95% CI 0 0.79 0.94(0.91,0.98)
Flexors 2 48 ICC and 95% CI 32.8 0.23 0.93(0.88,0.98)
Extensors 2 48 ICC and 95% CI 52.7 0.12 0.85(0.73,0.97)
Knee
Flexors 2 40 ICC and 95% CI 0 0.9 0.78(0.66,0.91)
Extensors 5 126 ICC and 95% CI 80 0.0 0.64(0.42,0.85)
Ankle
Plantar flexion 2 40 ICC and 95% CI 12.5 0.31 0.63(0.45,0.81)
Dorsiflexion 1 30 ICC and 95% CI 0 0.96 0.62(0.37,0.87)
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Knee extension
Four studies were included for inter-device ICC knee 
extension analysis [11,26,35,36]. In one study, the Lafay-
ette HHD was compared to the Biodex ID [11]. Another of 
the studies compared the Lafayette and Hoggan Health 
HHDs with the Kin Com ID [26]. In turn, the third study 
compared and Integrated Load Cell HHD with the Biodex 
ID [35] while the final report compared the PR1 HHD to the 
Biodex ID [36].
A single study was included for inter-device ICC anal-
yses in the ankle (i.e. plantar and dorsiflexion) compar-
ing Lafayette and Hoggan Health HHDs to the Kin Com 
device [29]. 
5  Discussion
Researchers and clinicians should recommend the use of 
strength assessment tools that have < 15% LOA between 
trials [39] to be able to detect small but clinically relevant 
changes in strength assessment. Based on the results of 
this systematic review, this goal is difficult to attain not 
only for HHD systems, but also for IDs. Although isoki-
netic dynamometry is the current gold standard for 
strength assessments [15], it was expected that the upper 
LOA limit of the assessed studies would fall much closer 
to 15%. Instead, this only occurred for a few movements 
and joints (i.e. hip adduction and extension; knee flexion 
and extension; and ankle dorsiflexion). Nevertheless, hip, 
knee, and ankle assessments did show a lower LOA when 
using IDs as compared to HHDs. While IDs are much more 
expensive and not portable, these devices remain more 
reliable than HHDs in strength assessments. Therefore, 
we recommend that IDs be used for these joints and move-
ments. 
For all HHD assessments of different joints, the upper 
LOA limit was always greater than 15%. This means that 
for any future value to be considered outside the range of 
random instrument error, differences would have to be 
15% higher or lower than initial values. This is problem-
atic in that muscle force improvements or deteriorations < 
15% are still considered clinically relevant but would not 
be detected by HDDs [40]. Of all the joints analyzed, higher 
LOAs and, consequently, lower reliability were found for 
assessments of knee extension and ankle plantar flexion. 
It is worth noting that several factors can affect the 
reliability of strength-related assessment tools [5-7]. These 
factors will be described below.
Position
Body position when performing a strength assessment 
is relevant for results. For example, Edouard et al [41] 
reported that the reliability of ID shoulder rotator strength 
assessments is dependent on shoulder position (i.e. 
frontal or scapular plane with 45° or 90° of abduction). 
When evaluating commonly referenced texts on the topic 
of manual muscle testing [42,43], it becomes clear that 
there is a fundamental lack of consensus for patient and 
practitioner positions. Nevertheless, when standardized 
techniques are used, the inter- and intra-rater reliability 
of manual testing prominently improves in healthy pop-
ulations [44,45]. 
The results of the present review further highlight the 
lack of consistency for position when assessing muscle 
strength. The hip abduction studies, for example, varied 
between standing [11,25] and a supine position [9,26]. 
Likewise, knee flexion was assessed while either seated 
[26,27] or in a prone position [9]. When evaluating the 
reliability of HHDs, these different positions may reduce 
result accuracy. The highest heterogeneity (I2 = 67.3) and 
upper LOA limit (35.2%) for hand-held dynamometry was 
found for hip flexion assessments, as compared to other 
hip movements. This could be influenced by the different 
assessment positions (e.g. standing [11], supine [9] and 
seated [26]), as compared to hip extension assessments, 
which only used a prone position. The upper LOA limits 
for knee flexion and extension were only 10.6% and 9.3%, 
respectively, showing accuracy in measuring peak torque, 
as compared with IDs. It is probable that this lower LOA 
was obtained due to all assessed studies using the same 
sitting position, as well as to IDs having good stabilization 
systems for assessments in this joint. 
Evaluator and muscle group strengths 
The reliability of the HHD test is known to increase when 
the rater is stronger than the subject [1]. For example, 
the knee extensors are a very strong muscle group and 
require a strong practitioner for accurate testing [13,46]. 
This is congruent with the higher LOAs observed in HHDs 
testing knee extension (43.3%) and ankle plantar flexion 
(62.6%), as compared to the LOAs observed in IDs for knee 
extension (9.3%) and ankle plantar flexion (23.8%), where 
evaluator muscle force is not a factor (Tables 7 and 8). 
These inter-device differences were the highest among all 
the joints and movements included for assessment, dem-
ostrating that muscle group strength is one of the most 
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relevant factors affecting reliability in strength-related 
studies.
Fixation system
The strap system applied for body fixation and patient 
comfort during testing [47] may contribute noise to 
the measurements that can alter subject performance. 
Burnham [48] published that if the patient is not well sta-
bilized during HHD testing, other muscles will be involved 
with the process and affect reliability. HHDs do not have 
their own stabilization straps, and the stabilization proce-
dure is usually unclear or not described at all in studies. 
Alfuth [49] reported fair ICC values (0.58, 0.82) for ankle 
inversion and moderate values (0.77, 0.87) for ankle ever-
sion using a HHD. Although these are not strong muscle 
groups, difficulties in stabilizing the ankle joint may have 
contributed to this low reliability. The present systemic 
review found that the highest upper LOA limits using ID 
were for hip abduction (22.03%) and flexion (25.31%), 
as well as for ankle plantar flexion (23.89%) (Table 8). 
Difficulties in stabilizing the lumbopelvic region in hip 
assessments and the ankle may also be important factors 
affecting absolute reliability when using an ID. It is likely 
that if IDs would have better stabilization systems for 
these strength assessments, lower LOA values would be 
obtained.
Devices
There is still controversy on the reliability between isoki-
netic devices. While Thompson [50] suggested no dif-
ference between the Biodex and Cybex IDs for the knee 
flexors, Gross [51] demonstrated that knee flexion tests 
performed on the Cybex ID reached higher peak torque 
values. 
Biological factors
While it could be possible to control all of the aforemen-
tioned factors, variations between measurements would 
still exist for each subject due to biological factors. This is 
the result of changes in mental or physical states between 
trials, which is equally applicable for the tester or the 
person assessed [40].
Limits of agreement for decision making
The LOA is a stringent decision limit for establishing 
improvement/deterioration in peak muscle force or 
torque following rehabilitation post-injury or as part of 
a strengthening program in a healthy individual. High 
heterogeneity between subjects exists for many measure-
ments in sports medicine, as in the case of peak muscle 
force. Therefore, SEMs and, consequently, LOAs are high 
[52]. Experts in sports medicine rehabilitation, consider 
10% to be a clinically relevant improvement or deteriora-
tion in muscle force [39]. In practice, one criterion for a 
return to sports is peak musle strength deficits under 10% 
of the contralateral extremity. This small, but clinically 
relevant, difference was only detected during knee flexion 
(-6.43,10.61%) and knee extension (-2.62, 9.26) using IDs. 
All remaining assessments using an ID, as well as full 
strength assessments using HHDs, showed LOA values 
higher than the desired 10%. As previously mentioned, 
this means that these devices are not able to accurately 
detect these clinically meaningful changes.
Concurrent validity (ICC) between HHDs and 
IDs
A very high correlation was found for the hip adductors 
and flexors. A high correlation was found for the hip 
abductors and extensors, and a moderate correlation 
existed for the knee flexors and extensors, as well as ankle 
plantar and dorsiflexion. The highest CI was recorded for 
the knee extensors and ankle plantar and dorsiflexion. 
Lower concurrent validity and wider CI appears in joints 
and movements that show higher LOAs assessed by HHDs.
Methodological elements
Considering the Cosmin checklist [22], the included 
studies were classified from fair and poor methodologi-
cally. Final Cosmin classifications are determined by the 
lowest score in any of the analyzed items. As a result, 
only three studies [16,24,32] ranked as fair in relation to 
absolute reliability, while the remaining were scored as 
poor. The major methodological flaw of these studies was 
related to sample size. To obtain a score of good, at least 
50 subjects should be recruited. This sample size was not 
achieved by any study. Additionally, no study indicated if 
dropouts existed or how data loss was managed. Another 
crucially important item is the independence of measure-
ments. Terwee et al [37] recommends at least one week 
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between trials to ensure independence, a time met by only 
8 studies. 
Four studies [11,26,35,36] reviewed the concurrent 
validity between HHDs and IDs, as expressed through 
an inter-device ICC correlation. Two of them [11,36] were 
scored as poor because of a low sample size (< 20). One 
study [26] was found methodologically fair, [26] while the 
last was good. [35] The gold standard was always recog-
nized or assumed.
Publication bias
A potential bias is the omission of non- English publi-
cations. There was no attempt to identify unpublished 
studies and doctoral thesis in this area.
Strengths and limitations
To our knowledge, this is the first systematic review and 
meta-analysis focusing on the absolute reliability and con-
current validity of HHDs and IDs. A comprehensive search 
was performed for all relevant published research over a 
wide range of years (1965-2016). There was restricted infor-
mation regarding concurrent validity due to the scarcity 
of studies providing adequate data, and thus, the gener-
alizability of the results is limited. Finally, the quality of 
the included studies rated from mostly poor to fair, which 
impeded subgroup analyses based on quality. 
6  Conclusions
Considering COSMIN classifications, the assessed studies 
ranked methodologically between fair and poor. Consid-
ering all HHD assessments, the highest LOAs and, there-
fore, lower reliability scores were found for knee exten-
sion and ankle plantar flexion. We therefore suggest that 
another instrument be used to assess the peak torque of 
these movements. Considering all ID assessments, only 
hip adduction and extension; knee flexion and exten-
sion; and ankle dorsiflexion showed LOAs close to 15%. 
Hip, knee, and ankle assessments showed lower LOAs 
when using an ID compared to an HHD. A very high cor-
relation was found for the hip adductors and flexors. In 
turn, a high correlation was found for the hip abductors 
and extensors, while a moderate correlation existed for 
the knee flexors and extensors, as well as ankle plantar 
and dorsiflexion.
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